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1 2Remove gown and adhesives from packaging. 

Unfold gown and retain adhesives for later 
(optional).

Place gown over the patient’s head and 
secure using the fastenings at the back.
BLUE TO BODY: Ensure the dark blue side of 
the gown is towards the body.

3 4Tear along both perforations at the sides 
(front) of the gown. 

Tie straps around patient’s waist. 

Use double sided adhesive tapes to secure 
gown at sides (optional).

Air Inlet

Air Inlet

5 6Tear along both perforations at the 
bottom of the gown.

Insert the hose into the air inlet and using 
the perforated material, tie and secure 
around the grey cuff of the hose. 
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